
English 



Intended Use 
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General Safety Instructions 

 



Device Description 

Set Language 

 

 

 

 

 

 

 

 



Initiation/Measurement 
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Switch-off 

 
 

 

Change Batteries 

 

 
 
 
 

PC Software AKPC 
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FAQ 

Technical Data 
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Technical Data  



Maintenance 

Disposal 

 
 

 

 



 



 




